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}What do we mean by ñEssential Principleò?
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}What do we mean by ñEssentialPrincipleò?

Ɓabsolutely necessary; extremely important
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}What do we mean by ñEssential Principleò?

Ɓa fundamental truth or proposition that serves as the 

foundation for a system of belief or behaviour or for a 

chain of reasoning.
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}What do we mean by ñEssential Principleò?

ƁAbsolutely necessary proposition that serves the 

foundation for a system of behaviour  

}Essential principles form the basis for what we do and 

how we do it
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}The ñEssential Principlesò for blood & plasma collection 

should be based on:

1. Do no harm to the donor

2. Do no harm to the staff

3. Do no harm to the patient

4. Remembering that blood is a THERAPEUTIC PRODUCT

} In other words, we must work in a way that removes or 

reduces all risks  that might cause  harm

VA Armstrong 
Quality & Regulatory Consultant 7



Risks to Donors:

}Donorôs health affected by removal of blood volume

}Unsafe environment

}Poor collection process

}No post-donation rest & rehydration to make up lost 

volume before leaving Centre
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Risks to Staff:

} Infectious donor

}Unsafe environment

}Personal protective equipment not provided or used

}Lack of infection control practices

}Unsafe collection process (needle sticks)

}Unsafe waste management
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Risks to Patients:

} Insufficient supply

} Infectious or contaminated components

}Blood grouping or antibody screening errors

}Poor quality components that are not efficacious
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Therapeutic Goods:

}Blood & blood components are transfused into patients 

who need them

}They are used therapeutically

}Therefore their manufacture needs to be very strictly 

controlled (like medicines)
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}So what must we do to reduce risk & ensure safety & 

quality?

1. Establish a Quality System (QS) 

2. Implement Good Manufacturing Practice (GMP)

3. Select & follow a Blood Standard
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}Also called ñquality management system (QMS)ò

}Provides a quality framework, for example:

ƁPersonnel & training

ƁDocumentation & records

ƁManagement of facilities, buildings, equipment & materials

ƁMonitoring systems eg QC, internal audits, CAPA

}Builds a quality approach into all systems & processes
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}Where do we find principles/requirements for a QS?

ƁInternational Standards eg ISO 9001:2015 Quality management 

systems - Requirements

OR

ƁCodes of Good Manufacturing Practice include requirements for a 

QS

}There are also documents that provide QS 

principles/requirements for specific activities, eg:

ƁISO 15189:2012 Medical laboratories - Requirements for quality 

and competence
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}So what must we do to reduce risk & ensure safety & 

quality?

1. Establish a Quality System (QS) 

2. Implement Good Manufacturing Practice (GMP)

3. Select & follow a Blood Standard
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}Based on manufacturing principles or requirements for 

manufacturing therapeutic goods (regulated in many 

countries)

}Main objective of GMP is risk reduction by controlling 

manufacture within a quality management framework

}Also includes requirements for QS
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}Where do we find principles/requirements for GMP?

ƁDocuments called Codes of Good Manufacturing Practice

}There are Codes of GMP written specifically for Blood & 

other biological products
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}Most Codes of GMP for Blood have the following 

contents:

ÅQuality Management

ÅPersonnel & Training

ÅBuildings & Facilities

ÅDocumentation & Records

ÅEquipment

ÅControl of Materials

ÅDonor Selection / Donation 

ÅTTI Screening

ÅABO Rh(D) Testing

ÅProcess Control

ÅStorage, Packaging and Transport
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}Documented Quality System & Quality Policy

}Nominated Quality Manager independent from 

ñproductionò function

}Change control system

}Qualification & Validation system

}Monitoring systems:

1. Internal Audit program (risk based)

2. Customer Feedback

3. Management Review / Product Review (including Quality 

Control)

4. Corrective Action/Preventative Action (CAPA)
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Staff need to know WHAT their jobs are:

}Clear staff roles & responsibilities eg job descriptions, 

organisational charts

}Key roles required under GMP eg Quality Manager, 

Manufacturing Manager

Staff need to know HOW to do their jobs properly:

}All staff must be trained & assessed for competency in 

their roles

}Training should be ongoing
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Good documentation reduces staff errors

}Quality/GMP documentation provides:

Ɓquality objectives, direction & commitment (policies) 

Ɓclear, unambiguous procedures to follow (SOPs)

Ɓevidence or records of outcomes or activities (forms) 

Ɓthe basis for training programs

}Must be document controlled ïcurrent, regular review & 

update
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There must be evidence of activities & outcomes to prove 

that standards have been met

}Records provide evidence & traceability

}Records may be:

Ɓpaper or electronic

Ɓphotographic

Ɓprovided by an external source

}Storage must maintain integrity for required period
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}Should be located, designed, constructed, used & 
maintained to make sure:

ƁProduct is protected

ƁRisk of error is minimised (through safe work flows)

ƁCleaning & maintenance can be performed properly

}Need to ensure:

ƁOrientation eg Processing separate from Collection & Testing

ƁSecurity 

ƁEnvironmental control & emergency power

ƁSealed surfaces (no cracks etc in floors, walls & ceilings)

ƁPest control & adequate cleaning
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CRITICAL equipment & material must be shown to be 

reliable before & during use

}Equipment & material management processes make 

sure that equipment & materials are:

ƁProperly evaluated against specifications

ƁCorrectly installed & checked before use (Qualified & validated)

ƁMonitored once in use ïcontrols, QC, checks

ƁCleaned, maintained, calibrated & serviced regularly (Equipment)

ƁHandled & stored as required by the manufacturer (Material)

ƁDefects reported (Material)

ƁStaff trained & SOPs written before use
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This is the first step in assuring safety of blood supply 

}Selecting a ñsafeò donor includes:

ƁGood identification procedures (donor & previous history)

ƁDonor questionnaire completed by donor:

Á standard questions

Á filled out in private

Á filled out at time of donation

ƁDonorôs health & risk factors assessed by trained staff in 

confidential area, using documented acceptance criteria
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}Donor identity checked against paperwork

}Selection & inspection of blood collection pack

}Handling of pack (clean surfaces)

}Venepuncture CCPïprevent contamination

}Collection technique:

ƁLabelling of bags & samples at bedside

ƁMixing, weighing & timing donation (correct vol & time)

ƁSeal & strip tubing as quickly as possible (clotting)

ƁCollect & mix samples as quickly as possible
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}Components only manufactured from whole blood & 

apheresis donations that have been:

Ɓcollected properly from eligible donors

Ɓcollected within required timeframes 

Ɓtransported in controlled & validated conditions

}All work areas cleaned & free of other materials or 

paperwork before processing

}Validated processes, materials, equipment

}Closed systems & heat sealers
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}Donation screening must ensure each donation is 

correctly grouped & screened for infectious agents

} All donations must be tested every time for:

ƁABO & Rh(D) blood groups

ƁTransfusion Transmitted Infections (TTI)

ƁClinically significant antibodies (if required by cGMP)

}Components should not be released for transfusion until 

all tests have been completed & are acceptable (CCP)
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}Focus on:

ƁSecurity & identification of components

Ɓsegregation of quarantined components from released 

components (untested & tested)

Ɓreleased components clearly labelled

}Storage facilities properly maintained at correct 

temperature

}Components maintained at appropriate temperatures 

during transport
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